Erosion of Dacron graft by atherosclerotic plaque.
Erosion of a Dacron prosthetic graft used in aortic reconstruction following the intrasaccular resection of an infrarenal abdominal aneurysm resulted in perforation of the graft and the formation of a false aneurysm which ruptured. The pathogenesis and prevention of this problem are discussed.